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EXECUTIVE SUMMARY

This document serves as a notice of construction application pursuant to the requirements of
Washington Administrative Code 173-400, "General Regulations for Air Pollution Sources," and
Washington Administrative Code 173-460, "Controls for New Sources of Toxic Air Pollutants,"
for the operation of the ventilation system at the planned non-radiological 222-SL Laboratory

The proposed 222-SL Laboratory will support the existing Hanford Site 222-S Laboratory by
performing non-radiological functions such as standards and reagents preparation, chemical
storage, sample media storage, and industrial hygiene sample receipt facility In addition,
mercury and ammonia analyses, dimethyl mercury tube drying, headspace sample media
preparation, organic vapor analyses, and vapor analyses method development, will take place in
the 222-SL Laboratory Other potential laboratory activities include analytical method
development, special studies, viscosity testing, and supplemental technology simulant testing

The 222-SL Laboratory is a non-radiological laboratory that will support all Hanford Site
programs, including, but not limited to, Industrial Hygiene, Toxic Vapor Assessment Team,
Environmental Programs, Treated Effluent Disposal Facility/Effluent Treatment Facility,
Retrieval and Closure, Direct Feed Low Activity Waste, and Waste Treatment and
Immobilization Plant

Potential emissions of toxic air pollutants for the 222-SL Laboratory ventilation system were
calculated and 124 toxics were found to potentially be emitted Of the 124 toxics identified,
dimethyl mercury and n-nitrosodimethylamine were found to be above the Washington
Administrative Code 173-460 de minimis level. Dimethyl mercury was calculated to exceed the
small quantity emissions rate and acceptable source impact screening levels It is proposed that
RPP-ENV-590 16, "Second Tier Review Petition for Hanford Tank Farm and Waste Treatment
Plant Dimethyl Mercury Emissions," be used to satisfy Washington Administrative Code
173-460-090, "Second Tier Review," requirements for dimethyl mercury for this notice of
construction application

This application contains the estimated emissions for toxic air pollutants As a non-radiological
laboratory, a Radiological Air Emissions License per 40 Code of Federal Regulations 6 1,
subpart A and subpart H is not required

11
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1.0 INTRODUCTION

This document serves as a notice of construction (NOC) application pursuant to the requirements
of Washington Administrative Code (WAG) 173-400, "General Regulations for Air Pollution
Sources," and WAG 173-460, "Controls for New Sources of Toxic Air Pollutants," for the
operation of the ventilation system at the non-radiological 222-SL Laboratory This application
contains the estimated emissions for toxic air pollutants (TAP) and criteria pollutants

The evaluation of best available control technology for toxics (tBACT) is provided in
Section 9 0 Based upon the results of this tBACT, the proposed tBACT control technology for
the 222-SL ventilation system is a standard laboratory ventilation system with monitoring of
toxic air pollutants exceeding the de minimis screening levels in order to confirm that actual
emissions are within allowable limits

1.1 Project Scope

The proposed project will include constructing and operating the 222-SL Laboratory which will
be located within the 222-S Laboratory Complex within the 200 West Area of the Hanford Site
The 222-SL Laboratory will be an approximately 9300 ft2 non-radiological laboratory building
The 222-SL Laboratory will support the existing 222-S Laboratory and provide for additional
non-radiological work as described in Section 3.2 The 222-SL Laboratory design includes an
exhaust system as described in Section 8.0

1.2 Summary of Emissions Estimates

The potential for emissions of TAPs from the 222-SL Laboratory was calculated and 124 toxics
were found to potentially be emitted These emissions are expected to originate from the
analyses of tank headspace samples from double-shell tank (DST) or single-shell tank (SST)
tanks and from preparation and use of laboratory standards and reagents Samples will undergo
high efficiency filtration as part of the sample collection process to remove particulates Of the
124 toxics identified, dimethyl mercury and n-nitrosodimethylamine were found to be above the
(WAG) 173-460 de minimis levels Dimethyl mercury exceeded the small quantity emission rate
(SQER) and acceptable source impact screening levels (ASIL) It is proposed that
RPP-ENV-590 16, "Second Tier Review Petition for Hanford Tank Farm and Waste Treatment
Plant Dimethyl Mercury Emissions," be used to satisfy WAG 173-460-090, "Second Tier
Review," requirements for dimethyl mercury for this NOC application

Per Washington State Department of Ecology (Ecology) NOC application guidelines, the
estimated emissions for criteria pollutants are included in this NOC application Criteria
pollutant emissions estimates are provided in Appendix A, Table A- I and are below the
regulatory exemption levels.

I
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2.0 FACILITY IDENTIFICATION AND LOCATION

The Hanford Site address for the 222-SL Laboratory is

U.S. Department of Energy, Office of River Protection
Hanford Site
200 West Area
Near Richland, Washington 99352

Table 1 provides the location of the proposed 222-SL Laboratory on the Hanford Site. A map of
the Hanford Site is shown in Figure 1. The proposed facility is along the southern boundary of
the 200 West Area of the Hanford Site. A map of the Hanford Site 222-S Laboratory Complex,
including the 222-SL Laboratory, is provided in Figure 2

Table 1. Coordinates of the 222-SL Laboratory.

LI Facility_ Easting (in) Northing (mn)
222-SL 299220 4 5156771 01LI I

2
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Figure 1. Hanford Site Map.
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3.0 PROJECT BACKGROUND

The purpose of this NOC application is for approval to construct and operate the 222-SL
Laboratory. The 222-SL Laboratory will house functions previously contained in the
non-radiological laboratory, 222-SA Therefore, a brief history of 222-SA is provided below

3.1 Background

The 222-SL Laboratory is intended to provide space to perform and augment the processes
previously located in the now demolished 222-SA Laboratory The 222-SA Laboratory was
constructed in 1980 and was used for reagent receipt and storage, preparation of standards and
reagents, and testing of non-radiological analytical techniques The 222-SA Laboratory had
exceeded its design life and was demolished in 2016 The processes conducted in the 222-SA
Laboratory were temporarily moved into the 222-S Laboratory building The 222-SL
Laboratory will be constructed on the same general footprint of the 222-SA Laboratory

3.2 Purpose of 222-SL Laboratory

The 222-SL Laboratory will support and complement the capabilities of the existing 222-S
Laboratory Processes previously performed in 222-SA Laboratory will be performed in 222-SL
Laboratory, as well as providing for additional laboratory capabilities The 222-SL Laboratory
is an approximately 9300 ft2 laboratory building which will replace and augment the
non-radiological capabilities of the 222-SA Laboratory

The 222-SL Laboratory will provide space to conduct non-radioactive laboratory activities such
as process chemistry, organics analyses, Industrial Health analyses, and standards laboratory
functions See Section 7 for further discussion of these activities and the potential emissions
associated with them

The 222-SL Laboratory will support all Hanford Site programs, including, but not limited to,
Industrial Hygiene, Toxic Vapor Assessment Team, Environmental Programs, Treated Effluent
Disposal Facility/Effluent Treatment Facility, Retrieval and Closure, Direct Feed Low Activity
Waste, and Waste Treatment and Immobilization Plant The samples will not be radiologically
contaminated Tank headspace samples will undergo high efficiency filtration as part of the
sample collection process to remove particulates. Samples will be screened for radiological
contamination prior to delivery to the 222-51 Laboratory

4.0 RESPONSIBLE MANAGER

The current responsible facility manager is

Kevin Smith, Manager
U.S. Department of Energy
Office of River Protection
P.O. Box 550
Richland, Washington 99352

Phone: (509) 372-2315

5



TOO-EN V-NOC-5269 Rev 00 3/9/2017 -1 38 PM

TOC-ENV-NOC-5269 Rev 00

5.0 PROPOSED ACTION

This NOC application is submitted for approval for the construction and operation of the 222-SL
Laboratory which will support current and future laboratory operations needed for the Hanford
Site mission

6.0 STATE ENVIRONMENTAL POLICY ACT

This project fulfills the requirements of WAC 197-11 and Revised Code of Washington (RCW)
43.21 C 030,, "Guidelines for state agencies, local governments - Statements -Reports - Advice
-Information," per RCW 43 21 C 150, 'RCW 43 21 C 030(2)(c) inapplicable when statement
previously prepared pursuant to national environmental policy act " which states,
"The requirements of RCW 43 21C 030(2)(c) pertaining to the preparation of a detailed
statement by branches of government shall not apply when an adequate detailed statement has
been previously prepared pursuant to the national environmental policy act of 1969 in which
event said prepared statement may be utilized in lieu of a separately prepared statement under
RCW 43 21C 030(2)(c) " The document that meets the agencies review needs for the current
proposal is

DOE/EIS-039 1, "Final Tank Closure and Waste Management Environmental Impact
Statement for the Hanford Site, Richland, Washington," Volume 2, Book 2,
Appendix E 1 1 1, Operations and Maintenance

The lead agency is the Office of River Protection, U S Department of Energy, and the contact
person is Mary Beth Burandt, Document Manager and her phone number is (509) 372-8828

7.0 EMISSIONS ESTIMATES

Emissions from the 222-SL stack were calculated from two sources.

1. 222-SL Laboratory inventory and chemical usage

2 Tank Farms vapor sample analyses

The emission source term from 222-SL Laboratory emissions is the combination of the two
sources

7.1 Assumptions

The following assumptions were made for estimating emissions for this NOC application

*Tank Farms sample emissions estimates were determined using the highest concentration
of detected TAPs from either Tank Waste Information Network System (TWINS) or the
Site Wide Industrial Hygiene Database (SWIHD) databases. Only those concentrations
above the detectable limit were considered and compared against the TAP list found in
WAC 173-460-150.

o For conservatism, it is assumed that the 100% of the sample will exhaust through
the stack.

6
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o The estimated maximum quantity of laboratory samples processed in a single day
is 180 The estimated maximum quantity of samples processed in a single year
would be 65,700 For conservatism, the quantity of samples was increased to
66,000 per year.

o The Tank Farms sample median volume is 4 liters for conservatism the volume of
the samples was increased by a factor of 10 to 40 liters.

"The 222-SL Laboratory inventory and chemical usage were determined by combining
historical annual usage data from the standards laboratory inventory and the chemical
usage inventory

o Standards Laboratory Inventory - The high standard value (i e , the highest
concentration standard used in calibration of the equipment) was assumed to be
emitted all year long Annual usage was calculated using historical usage data
average from 2009-2016

o Chemical Usage Inventory - Annual usage was calculated using historical usage
data average from 200 1-2016

o Volatile liquid release fraction = 0 1, non-volatile liquid release fraction = 0 001,
gas release fraction = 1

" It is assumed that all detected TAPs are present in each sample

7.2 Estimated Emissions of Toxic Air Pollutants

The total estimated emissions of TAPs for this project are shown in Table A-2 in Appendix A
This table provides a comparison of total estimated emissions to the WAC 173-460-150 limits
Potential emissions include 124 TAPs. Of the 124 TAPs identified, dimethyl mercury and
n-nitrosodimethylamine were found to be above the WAC 173-460 de minimis level Dimethyl
mercury was calculated to exceed the small quantity emissions rate and acceptable source
impact screening levels. It is proposed that RPP-ENV-59016 be used to satisfy WAC
173-460-090 second tier review requirements for dimethyl mercury for this NOC application
Dispersed concentrations were calculated using the most conservative air dispersion factors, as
detailed in Section 7 4 RPP-CALC-6 1288, "222-SL Laboratory Emissions Calculations
Supporting TOC-ENV-NOC-5269, Rev 00," provides the emissions estimate calculations for
this NOC application

7.3 Estimated Emissions of Criteria Pollutants

The annual emissions of criteria pollutants are shown in Table A- I in Appendix A Criteria
pollutant emission estimates are below the regulatory exemption levels

7.4 Air Dispersion Modeling

Ambient air concentrations at the Hanford Site boundary were estimated using the American
Meteorological Society/U.S. Environmental Protection Agency Regulatory Model (AERMOD)
dispersion model, Version 1518 1. EPA-454/B-03-00 1, User 's Guide for the AMS/EPS
Regulatory Model - AERMOD, was used as modeling guidance.

7
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The model inputs included the physical parameters of the 222-SL stack (Table 2) The source
was modeled at the minimum and maximum flow rate and was assumed to be operating
continuously for the entire year to produce the worst-case air dispersion factors for this project
A dimethyl mercury emissions rate of 1 67E- 10 gram per second (g/s) was used for the air
dispersion modeling scenario (Table A-2).

Table 2. 222-SL Stack Parameters.

Flow Rate Height Stack Diameter
(scfm) (in) (in)

5384 1094 43(minimum)

10370 1094 60(maximum)

The public access points to the site were used as the site boundaries. The surface meteorological
inputs were from the Hanford Meteorological Station and the upper air data was obtained from
the Spokane, Washington, National Weather Service for the years 2009 through 2013 Digital
elevation model data from the U S Geological Survey was used for model terrain input
The regulatory default mode was used Based on 08-02-025, "Guidance Document* First,
Second, and Third Tier Review of Toxic Air Pollution Sources," (Ecology 2015), Table 3
indicates the Ecology recommended minimum receptor grid spacing

Table 3. Ecology Recommended Receptor Grid Spacing.

Distance from Source (in) Grid Spacing (in)

0-350 10

350-800 25

800-4,000 50

4,000 - 8,000 100

>8,000 200

Table 4 shows the most conservative dispersion factors for the years 2009-2013

Table 4. Air Dispersion Factors.

Averaging Period/ Year j Ig/in3 per g/s

1 -hour (2012) -I56.16766
24-hour (2009) 12.634731
Annual (2009) 10.11976 I]

8
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7.5 Estimated Ambient Concentrations Compared to WAC 173-460-150

One toxic air pollutant, dimethyl mercury, exceeded the ASIL The dispersed dimethyl mercury
concentration was modeled to be 4 4E-10 microgram per cubic meter (tig/in3 ) The WAC
173-460-150 ASIL value for dimethyl mercury is I1E-99 jig/in 3 Therefore, the dimethyl
mercury dispersed concentration exceeds the ASIL value Section 7.6 proposes using
RPP-ENV-59016 to satisfy second tier review requirements for dimethyl mercury

7.6 Second Tier Review - Dimethyl Mercury

It is proposed that RPP-ENV-590 16, which was previously reviewed and approved by Ecology
on January 21, 2016, (letter Hanlon-Meyer 2016) be used to satisfy WAC 173-460-090
requirements for dimethyl mercury for this NOC application RPP-ENV-59016 is a bounding
dimethyl mercury health impact assessment that includes the emissions from the activities
proposed in this NOC application The total estimated dimethyl mercury emissions,
1 67E- 10 g/s, is 0 00000 16% of the total dimethyl mercury modeled in RPP-ENV-59016 of
1 02E-02 g/s

8.0 VENTILATION PROCESS AND EMISSIONS CONTROL SYSTEMS

8.1 Ventilation System Description

The 222-SL Laboratory ventilation system is designed to provide adequate ventilation for
analytical and laboratory processes, as well as the characteristics necessary to meet high
performance sustainable building certification requirements

A single air handling unit will provide conditioned outside air to laboratory spaces The exhaust
system will draw air through multiple fume hoods, snorkel vents, and ductwork in the mezzanine
level of the building, and exhaust it to the atmosphere via a commercially available exhauster
consisting of an inline fan and stack package unit located on the roof Figure 3 shows a general
exhauster layout

The exhaust system is designed to allow for variable flow at user locations (e g , fume hoods) as
well as a stack with a variable discharge nozzle geometry to optimize building energy efficiency
Air flow at the stack nozzle will vary from a nominal 5,384 cfm to 10,370 cfm and will be
automatically controlled (RPP-CALC-61045). Air flow at any given time will vary depending
on laboratory usage and environmental conditions Figures 5 and 6 show the general air flow
diagram H-2-836987, "Mechanical/HVAC Cold Lab Air Flow Diagram, October 2016 "

No emissions abatement equipment will be installed per the tBACT evaluation in Section 9 0
A sample port will be available for obtaining exhaust samples in a common duct plenum
immediately upstream from the fan and stack package unit. Figure 4 shows the stack and
sample port layout-

8.2 Laboratory Processes and Source of Emissions

The 222-SL Laboratory will be used to perform non-radiological analyses and other processes.
The building will have several major work areas that may perform the following types of work.

9
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8.2.1 Process Chemistry

Process chemistry includes custom designed experiments to support ongoing Hanford Site
programs, including programs managed by the Tank Operations Contractor and Waste
Treatment Plant organizations The activities performed generally will involve preparation of
non-radiological simulants of DST or SST tank waste material which are composed of a mixture
of inorganic salts, bases, and acids, as well as organic complexing agents. Also, testing of
various equipment used to perform spectroscopy, measure electrochemical properties, measure
viscometry and other physical characteristics of tank waste simulants or Hanford Tank Waste
Treatment and Immobilization Plant glass simulants may occur These activities are not
expected to emit TAPs except those that could be associated with the potential reagents or
standards used in an experiment which are included in the emissions calculation for standards
and reagents. Calculated estimated emissions for standards and reagents use are sufficiently
conservative to account for these activities

8.2.2 Organics Analyses

The 222-SL Laboratory will provide for organics analyses of vapor samples by gas
chromatography/mass spectrometry (GC/MS) and space to develop other organics analyses
methods Samples will predominantly consist of tank headspace or other types of area samples
Potential emissions of TAPs from these activities are assumed to occur via the exhaust of the
GC/MS units when vapor samples or analytical standards containing TAPs are processed
An estimate of these potential emissions is incorporated into Appendix A.

8.2.3 Industrial Health Analyses

The 222-SL Laboratory will receive and process work area vapor tube samples to support Tank
Farms Samples will be analyzed for constituents such as mercury and ammonia. Estimated
emissions of TAPs from these activities are bounded by the Table A- I Lab Analytical and
Reagents column.

8.2.4 Standards Laboratory

Chemical shipments will be received into the 222-SL Laboratory and stored in a chemical
storage area or used to develop standards or reagents for use in the 222-S or 222-SL
Laboratories Estimated emissions of TAPs from these activities are incorporated into the
Table A- I Lab Analytical and Reagents column

10
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9.0 BEST AVAILABLE CONTROL TECHNOLOGY

Pursuant to WAC 173-400-113(2), an analysis of best available control technology (BACT) for
emissions of criteria pollutants was performed, as well as a tBACT analysis pursuant to WAG
173-460-060(2) for toxics RPP-20773, "Evaluation of Best Available Control Technology for
Toxics (tBACT), Waste Retrieval System Operations in Single Shell Tank Farms," documents
tBACT for use during retrieval of waste from SSTs. RPP-ENV-46679, Rev. 0 1, "Evaluation of
Best Available Control Technology for Toxics (tBACT) Double Shell Tank Farms Primary
Ventilation Systems Supporting Waste Transfer Operations," documents the tBACT analysis for
DSTs. Since the same constituents are being brought into the 222-SL Laboratory as was
analyzed in the SST and DST tBACTs, RPP-ENV-46679, Rev 01, and RPP-20773 are proposed
to be used to satisfy the tBACT requirement for the 222-SL Laboratory.

The tBACT analysis was performed using the top-down approach established for BACT This
approach is defined in detail in "New Source Review Workshop Manual: Prevention of Significant
Deterioration and Nonattainment Area Permitting" (EPA 1990) The approach consists of the
following steps:

I Identify all control technologies
2 Eliminate technically infeasible options.
3 Rank remaining control technologies by control effectiveness
4. Evaluate most effective controls and document results
5. Select BACT.

Some of the technology options were eliminated from further consideration because of
technical infeasibility A detailed evaluation of the emissions control technologies was
performed After an effectiveness analysis, a cost per ton of pollutant removed was calculated
Most of the costs per ton exceeded the cost ceiling estimates guidelines previously approved by
Ecology and the U S Environmental Protection Agency as economically justifiable. Due to the
low emissions rates, the cost per ton to remove the pollutants becomes prohibitively expensive
Even though the options evaluated would remove a high portion of the emissions, typically
98-99%, the cost of the equipment would be prohibitively high according to the available
Ecology guidelines

The tBACT analyses for SSTs and DSTs concluded that operation of a standard exhauster
configuration (including moisture de-entrainer, pre-heater, and high efficiency particulate air
filtration system) is the selected tBACT control technology However, the 222-SL Laboratory is
a nonradiological laboratory and all samples to be analyzed in the facility will be collected
through a high efficiency particulate filter. Therefore, no control technology is proposed for the
222-SL Laboratory
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10.0 EMISSIONS LIMITS AND MONITORING

10.1 Emissions Limits

Appendix A, Table A-2 provides the proposed permit emissions limits for the two TAPs that
exceeded de minimis values, dimethyl mercury and n-nitrosodimethylamine

10.2 Monitoring

The total estimated emissions for dimethyl mercury and n-nitrosodimethylamine are very low
The total estimated dimethyl mercury emissions rate for 222-SL Laboratory is 1 .67E- 10 gls,
which is 0.0000016% of the total dimethyl mercury modeled in RPP-ENV-59016. The total
estimated n-nitrosodimethylamine emissions of 0 0 195 lbs/averaging period does not exceed the
small quantity emissions rate of 0 0416 lbs/averaging period Therefore, no monitoringy is
proposed for 222-SL Laboratory.
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Table A-i. Criteria Pollutants Emission Rates and Comparison to De Minimis Levels.

CS Averaging Emission Rate De Minimis AboveAnalyte CAS Period (lbs/year) (lbs/year) De Minimis?
Nitrogen dioxide 1 10102-44-01 Year I 53E-02 4,000 No

I VOCs Various Year 3 47E+00 4,000 No
I Sulfur dioxide 7446-09-5 Year 8 68E-03 4,000 No

Lead and
compounds
(NOS) 1 10099-74-8 1 Year 6 61E-02 10 No

I Carbon monoxide 630-08-0 Year 6 67E-01 10,000 No

A-2
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ECOLOGY Notice of Construction
Application

This application applies statewide for facilities under the Department of Ecology's
jurisdiction Submit this form for review of your project to construct a new or modified
source of air emissions Please refer to Ecology Forms ECY 070-4 10a-g, -Instructions for
NOC Application." for general information about completing the application

Ecology offers up to two hours of free pre-application assistance We encourage you to
schedule a pre-application meeting with the contact person specified for the location of your
pioposal, below If you use up your two hours of free pre-application assistance, we will
continue to assist you after you submit Part I of the application and the application fee You
may schedule a meeting with us at any point in the process

Upon completion of the application, please enclose a check for the initial fee and mail to

Department of Ecology Fol Fiscal Office Use On/v

Cashiering Unit 00 1 -NSR-2 16-0299-000404
L - - - - - - - - - - - - - - - - - - - -P.O. Box 47611

Olympia, WA 98504-7611

Check the box for the location of your proposal. For assistance, call the contact listed below

Ecology Permitting Office Contact

Lynnette HallerMl Chelan, Douglas, Kittitas, Klickitat, or Okanogan County (509) 457-7126CR0 Ecology Central Regional Office - Air Quality Program
l~ionett lialicI'ec Ni gCX\x

Adams, Asotin, Columbia, Ferry, Franklin,
Greg FlibbertF1 Garfield, Grant, Lincoln, Pend Oreille, Stevens,

(509) 329-3452ERO Walla Wala or Whitman County
gi eC,,oi y flibbert~q 'c\ NN a go'.Ecology Eastern Regional Office - Air Quality Program

David AdlerFEl San Juan County
(425) 649-7082

INWVRO Ecology Northwest Regional Office - Air Quality Program
(1,1. id idlci aI ccv '. X , gm.

For actions taken at
Kraft and Sulfite Paper Mills and Aluminum Smelters Garin SchrieveFEl Ecology Industrial Section - Waste 2 Resources Program (360) 407-6916IND

Cciiifll schrcxC! ! ycC \\ d gow.
Permit manager. ___________________

For actions taken on the Philip Gent
US Department of Energy Hanford Reservation (509) 372-7983

NWPT Ecology Nuclear Waste Program i) )hlP. ?i..ntU (,cc. \X . o o N\
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DEPARTMENT OF
ECOLOGY Notice of Construction
Application

Check the box below for the fee that applies to your application.

New project or equipment:

$1,500: Basic project initial fee covers up to 16 hours of review Ii
$10,000: Complex project initial fee covers up to 106 hours of review

Change to an existing permit or equipment:

$200: Administrative or simple change initial fee covers up to 3 hours of review
D: Ecology may determine your change is complex during completeness review of your application If

your project is complex, you must pay the additional $675 before we will continue working on your
application

F-1 $875: Complex change initial fee covers up to 10 hours of review

$350 flat fee Replace or alter control technology equipment under WAC 173-400-114M
Ecology will contact you if we determine your change belongs in another fee category You must
pay the fee associated with that category before we will continue working on your application

IRead each statement, then check the box next to it to acknowledge that you agree
The initial fee you submitted may not cover the cost of processing your application Ecology will

0 track the number of hours spent on your project If the number of hours Ecology spends exceeds
the hours included in your initial fee, Ecology will bill you $95 per hour for the extra time

0 You must include all information requested by this application Ecology may not process your
application if it does not include all the information requested

ED Submittal of this application allows Ecology staff to visit and inspect your facility
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DEPARTMENT OF

ECOLOGY
sw* of Wnttgfo Notice of Construction
Application

Part 1: General Information

1. Project, Facility, and Company Information[1. Project Name
TOC-ENV-NOC-5269, Rev. 0, Criteria and Toxics Air Emissions Notice of Construction for the
Hanford Site Standards Laboratory, 222-SL
2. Facility Name
United States Department of Energy, Office of River Protection
3. Facility Street Address
2440 Stevens Drive, Richland, WA 99352
4. Faciliy Legal Description
Hanford Site, 200 West Area

15 Company Legal Name (if different from Facility Name)

6. Company Mailing Address (street, city, state, zip)
P 0 Box 550, MSIN H6-60, Richland, WA 99352

I1. Contact Information and Certification
1 -Facility Contact Name (who will be onsite)

IDennis Bowser

12 Facility Contact Mailing Address (if different than Company Mailing Address)

3. Facility Contact Phone Number 4. Facility Contact E-mail
(509) 373-2566 Dennis W Bowser@orp doe.gov
5. Billing Contact Name (who should receive billing information)

IDennis Bowser
16 Billing Contact Mailing Address (if different than Company Mailing Address)

7~ Billing Contact Phone Number 8 Billing Contact E-mail
(509) 373-2566 Dennis WBowser@orp doe gov

9 Consultant Name (optional - if 3' party hired to complete application elements)

I10 Consultant Organization/Company

11I Consultant Mailing Address (street, city, state, zip)

112 Consultant Phone Number 13 Consultant E-mail

I14. Responsible Official Name and Title (who is responsible for project policy or decision-making)
Kevin W Smith, Manager
16. Responsible Official Phone 17. Responsible Official E-mail
(509) 372-2315 Kevin W _Smith@orp.doe.gov

118. Responsible Official Certification and Signature %%.i., 3( 31 17
I certify, based on information and belief formed after reasonbl%i e sttmet 'andinforman in
this application are true, accurate and complete.
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ECOLOGY
S at* Of WaIhmIon Notice of Construction
Application

1 Facility Contact Name (who will be onsite)
Dennis Bowser

2 Facility Contact Mailing Address (if different than Company Mailing Address)

Facility Contact Phone Number 4 Facility Contact E-mail
(509) 373-2566 Dennis W Bowser@orp doe.gov
5. Billing Contact Name (who should receive billing information)
Dennis Bowser

16 Billing Contact Mailing Address (if different than Company Mailing Address)

7~ Billing Contact Phone Number 8 Billing Contact E-mail
(509) 373-2566 Dennis W Bowser@orp doe.gov
9 Consultant Name (optional - if 31~ party hired to complete application elements)

10 Consultant Organization/Company

11. Consultant Mailing Address (street, city, state, zip)

12 Consultant Phone Number 13 Consultant E-mail

ISignature _ -Date

Part 2: Technical Information
The Technical Information may be sent with this application form to the Cashiering Unit, or
may be sent directly to the Ecology regional office with jurisdiction along with a copy of this
application form

For all sections, check the box next to each item as you complete it

111. Project Description

Please attach the following to your application

Z Written narrative describing your proposed project
Z Projected construction start and completion dates
Z Operating schedule and production rates.
Z List of all major process equipment with manufacturer and maximum rated capacity
Z Process flow diagram with all emission points identified
Z Plan view site map.

ZManufacturer specification sheets for major process equipment components.
Z Manufacturer specification sheets for pollution control equipment.
Z Fuel specifications, including type, consumption (per hour & per year) and percent sulfur.
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ECOLOGY Notice of Construction
Application

IV. State Environmental Policy Act (SEPA) Compliance

Check the appropriate box below.

E SEPA review is complete
Include a copy of the final SEPA checklist and SEPA determination (e g, DNS, MDNS,

EIS) with your application

r-1 SEPA review has not been conducted

L Iif review will be conducted by another agency, list the agency You must
provide a copy of the final SEPA checklist and SEPA determnination before
Ecology will issue your permit
Agency Reviewing SEPA

F-1 If the review will be conducted by Ecology, fill out a SEPA checklist and
submit it with your application You can find a SEPA checklist online at

\N\X X C ,N AA d £,)O\ 12 dlIS S-Cd SC2pd (Iocs/Ceh ck Iist doc
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ECOLOGY Notice of Construction
Application

V. Emissions Estimations of Criteria Pollutants

Does your project generate criteria air pollutant emissions? E Yes [:i No

If yes, please provide the following information regarding your criteria emissions in your
application

E The names of the criteria air pollutants emitted (i e, NOR, S02, CO, PM2 5, PMio, TSP, VOC, and
Pb)

E Potential emissions of criteria aii pollutants in tons per hour, tons per day, and tons per year
(include calculations)

FL1 If there will be any fugitive criteria pollutant emissions, cleai ly identify the pollutant and

quantity

V1. Emissions Estimations of Toxic Air Pollutants

Does your project generate toxic air pollutant emissions? E Yes Li] No

If yes, please provide the following information regarding your toxic air pollutant emissions in your
application

Z The names of the toxic air pollutants emitted (specified in WAC 173-460-150'1)

Z Potential emissions of toxic air pollutants in pounds per hour, pounds per day, and pounds per
year (include calculations)

nii If there will be any fugitive toxic air pollutant emissions, clearly identify the pollutant and

quantity

VII. Emission Standard Compliance

Ln Provide a list of all applicable new source performance standards, national emission standards
for hazardous air pollutants, national emission standards foi hazardous air pollutants for source
categories, and emission standards adopted under Chapter 70 94 RCW
Does your project comply with all applicable standards identified? Z Yes L[:] No

VIII. Best Available Control Technology

Z Provide a complete evaluation of Best Available Control Technology (BACT) for your
proposal

IX. Ambient Air Impacts Analyses

Please provide the following:

Z Ambient air impacts analyses for Criteria Air Pollutants (including fugitive emissions)

!~u ~p ~I~s I.V \ V :iL'I ~W~; ~173400-15
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ECOLOGY Notice of Construction
Application

0Ambient air impacts analyses for Toxic Air Pollutants (including fugitive emissions)

0Discharge point data for each point included in air impacts analyses (include only if modeling is
required)

SExhaust height
SExhaust inside dimensions (ex diameter or length and width)
SExhaust gas velocity or volumetnc flow rate
SExhaust gas exit temperature
SThe volumetric flow rate
SDescription of the discharges (i e , vertically or horizontally) and whether there are any
obstructions (ex , raincap)

SIdentification of the emission unit(s) discharging from the point
SThe distance from the stack to the nearest property line

Z Emission unit building height, width, and length
Z Height of tallest building on-site or in the vicinity and the nearest distance of that building to the
exhaust
Z Whether the facility is in an urban or rural location

Does your project cause or contribute to a violation of any ambient air quality standard
or acceptable source impact level? 1: Yes Z No
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NOTIFICATION OF OFF-PERMIT CHANGE
Permit Number: 00-05-006, Renewal 2

This notification is provided to the Washington State Department of Ecology, Washington State
Department of Health, and the U S Environmental Protection Agency as a notice of an off-permit change
described as follows

The following changes are allowed pursuant to WAC 173-401-724(1), WAC 173-401-724(2), and
WAC 173-401-724(6)
1 Change is not specifically addressed or prohibited by the AOP terms and conditions,
2 Change does not weaken the enforceability of the existing AOP conditions,
3 Change is not a Title I modification or subject to the acid rain requirements under Title IV of the FCAA,
4 Change meets all applicable requirements and does not violate an existing permit term or condition,
5 Change has complied with applicable preconstruction review requirements established pursuant to

RCW 70 94 152

[Description of the change:
Upon approval of TOC-ENV-NOC-5269, "Criteria and Toxics Air Emissions Notice of Construction for
the Ventilation System at the Hanford Site Laboratory, 222-SL," add a new discharge point and
associated conditions to the Hanford Site Air Operating Permit, Attachment 1

Discharge Point 222-SL Ventilation
200W Area - Ventilation

Date of change: (To be provided in the agency approval order)
Will be provided in the agency approval order

FDescribe the emissions resulting from the change:
Emission estimates are provided in TOC-ENV-NOC-5269

Describe the new applicable requirements that will apply as a result of the change:
(To be provided in the agency approval order.)
Will be provided in the agency approval order.

January 2017, Rev. 0


